b MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES

/1 STATE PUBLIC HEALTH LABGRATORY

- /BREATH ALCOHOL PROGRAM RE@E’ VED
INTOX DMT MAINTENANCE REPORT By Carol Day at 11:24 am, Nov 17, 2015

Complete this report at the time of the regular monthly preventive maintenance tmecw-prmoT o eATeeT oo GaysT:
Complete this report whenever the insttument is serviced or repaired and whenever it is placed into service.
Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS.

RT #1

IHTOX OMT S0 HAME CF AGENCY GATE OF INSPECTICH

500113 Missouri State Highway Patrol 1140772015

LCCATHON OF NSTRUMENT {STREET AND CiTY) TIME OF NSPLOCTICH

Gent Co. Jail, 112 E. 5th St., Salem 20:42:53

CHECKLIST: Place a mark in the hox by each item if found to be satisfactory or is operating within established limits. {Write in observad
vaiues where determined). Unmarked items must be corrected before using instrument.

Kl DIAGNOSTIC RECORD

DATE AND TIME _ 11/07/2015 20:42:55 X DETECTOR

{1 PROGRAM & FILTER 1

I SAMPLE CHAMBER_48.7°C B FILTER 2

] BREATH TUBE 45.4°C K FILTER 3

PUMP Kl INTERNAL STANDARD
BREATH ANALYZER ACCURACY STANDARDS

{1 SIMULATOR STANDARD Kl COMPRESSED ETHANOL-GAS MIXTURE
K1 STANDARD SUPPLIER_INTOXIMETERS LOT#_ AG516801 EXP. DATE _06/17/2017
[ SIMULATOR TEMP {34°C £ 0.2°C) !SIMULA?OR SN SIMULATOR EXP DATE

Kl CALIBRATION CHECK - {ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard. All three lests must be within +5% of the standard value and must have a spread

of 005 oriess. Mark the box corresponding to the standard being used.
&l 0.10% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE

[J 0.08% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
3 0.04% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1. 0.096 TEST 2: 0.098 TEST 3: 0.086

] PERFORMR.FIL TEST

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT!

REFUSALS: 1 0-04: 4 05-09:0 A0-14.0 A5-19: 0 OVER .19. 0

157 abY HEW RARTS AND DESCREE ALy ALTERATIOH I ODIFCATION AT WAS MADE 70 RESTORE THE IISTRUNMENT IO OPERATE SATISFACTORILY AL WYWiTHIN
ESTABLUSHED LTS (USE OTHER SIDE I HECESSARY]

KYLE O WILMONT

SISSL T A £ L SR A N S P (AT A RS

SLERRIE T N K
240138 04/22/2016 573-368-2345

RETURN COMPLETED REPORT TO THE Breath Alcohof Program MO Department of Health and Senor Servicas
Southaast Gstnet Oics

THTS sames swd Eoolar gl WG AR08




Alrgas USALLC {LAB)
3500 Bernard Street

&t Louis, Mo, 63103
Ph: (314) 533-3100
Fax: (314) 5337328

Certificate of Analysis

Customer Name " TestDate; 17-Jun-2015
Intoximeters, Inc.

2081 Craig Road

St Louis, Mo 63146

Lot # AG516801

Exp, Date Cyl. Type Component Certified Concentration
17-Jun-2017 108 Ethanol 0,100 + 2% BrAC (260 ppm)
Nitrogen Balance

Certification Traceabie to ¥.1,5.7. RGM Ethanol Standards:

Serial No. Congentration ' Serial No. Concentration
EBO010581 351.8 ppm EB0010603 392.5 ppm
EBOO105TO 259.8 ppm EB0O1G559 258.9 ppm

' EB0010285 209.0 ppm EB0010595 268.9 ppm
EB0040561 103.7 ppm EB0610562 164.9 ppm
ER0010681 52,22 upm EBOO10579 52.94 ppm
Analytical Method; NDIR

Digilaty slégned by Quatity Confrol
Date: 2045.06.17 15:18:11 0500

Reason: Dry gas slandard cedification of ansdysis
Location: Alrgas USALLC |Lab) Analyst: M /%wv/é.«

Rod Marsala

iSO 17025:2005 A2LA accredited. Certificate Number 2989.01
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STATE OF MISSOURI T
DEPARTMENT OF HEALTH AND SENIOR SERVIGES
BREATH ALCOHOL PROGRAM

M
TYPE 1
~ KYLE D WILMONT

18 hereby authorized o instruct and supervise operators, train instructors, inspect, calibrale, perform liek! service and repairs,
and operate the following breath anaiyzer(s): ‘

_DATAMASTER, INTOX DMT

for the determination of the alcoholic conlenl of bleod froin a sample of expired air. Permit issued under the provisions of seclions
577.020 through 577,041, RSMo and 306.111 through 306,119 RSho.

. T
b ye T
DATE ___#4/222014_ R 2 e
DIRECTOR OF STATE PUCLIC 1 IEALT:H LARQRATORY
nomeeR 240188

EXPIRES 4/22020%6_ .

LD SEO0ITE G 1)

Nol Unals (4
) ) } ( | [

CIRECTOR GF DEFARTIAENT OF HEALTA AMD SEIOR SemncEs

LA 3510

STATE OF MISSOURI
L1\ DEPARTMENT OF KEALTH AND SENIOR SERVICES
'} BREATH ALCOHOL PROGRAM

INSTRUMENT OPERATOR CARD

The named cartboldar is suthorred fo opefale an ewdantial brosth alcobo!
instrument for the delermination of [he alcohoks content in breath fom of axpred st

b |

Qparator
Parmit No

WILIMONT, KYLE
240188

Date Issuwed 42212014 Dale Explres 4/22/12016




